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Cooled samples good for : 
• 6 hrs at RT 
• 5 days at 4 C, then re-lysed 
• 98 days frozen (-20 C), 

then re-lysed 

  
Good for 6 hrs at RT 

Processed swabs good for: 
• 6 hrs at RT 
• Overnight at 4 C 

 

 




